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Date: 4 November 2005

To: Washington Closure Hanford Inc. {technical representative)
From: TechLaw, Inc.

Project: 600-259 Verification — Waste Site 600-259

Subject: Radiochemistry - Data Package No. H3334-EB

INTRODUCTION

This memo presents the results of data validation on Data Package No. H3334-EB
prepared by Lionville Laboratory Inc. (LLI). A list of samples validated along with
the analyses reported and the method of analysis is provided in the following table.

_Sample ID” [::Sample Datésl: " “Madia~. | Validation | 7. Date.
JO3WMS 8/23/05 Soil C See note 1
JO3WME 8/23/05 Soil 4 See note 1
JOSWM7 8/23/05 Soil C Sae note 1
JO3WMB 8/23/05 Soil C See note 1
JO3WM9 8/23/05 Soil C See note 1
JO3X41 8/23/05 Soil C See note 1
JO3X42 8/23/05 Soil C See note 1

1 - Gamma spectroscopy, tritium and technetium-99,

Data validation was conducted in accordance with the Washington Closure Hanford
{(WCH) validation statement of work and the 300 Area Remedial Action Sampling
and Analysis Plan (DOE/RL-2001-48, June 2004). Appendices 1 through 8 provide
the following information as indicated below:

Appendix 1. Glossary of Data Reporting Qualifiers

Appendix 2. Summary of Data Qualification

Appendix 3. Qualified Data Summary and Annotated Laboratory Reports
Appendix 4. Laboratory Narrative and Chain-of-Custody Documentation

Appendix 5. Data Validation Supporting Documentation
Appendix 6. Additional Data Requested by Client

DATA QUALITY PARAMETERS
Holding Times

Holding times are caiculated from Chain-of-Custody forms to determine the validity
of the results. The maximum holding time for radiochemical analysis is 6 months.

All holding times were acceptable.
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Preparation (Method) Blanks
Laboratory Blanks

Blank samples are analyzed to determine if positive results are due to laboratory
reagent, sample container, or detector contamination. If biank analysis results
indicate the presence of an analyte above the minimum detectable activity (MDA),
the following qualifiers are applied: All positive sample results less than five times
the highest blank concentration are qualified as estimates and flagged "J"; sample
results below the MDA are qualified as undetected and flagged "U"; sample results
above the MDA and greater than five times the highest blank concentration are not
qualified.

All blank results were acceptable.

Field {Equipment) Blank

No field blanks were submitted for analysis.

Accuracy

Accuracy is evaluated from laboratory control sample {LCS) or blank spike sample
(BSS) batch samples and spiked samples from the analytical batch. Measured
activities are compared to the known added amounts. The acceptable LCS or BSS
and matrix spike {MS) recovery range is 70-130%. In addition, samples may be
spiked with a radiochemical tracer to assist in isolating the radioisotope of interest
with the yield of the tracer being used in calculating sample activity. The
acceptable range for tracer recovery is 20% to 105%. Spike sample results
outside the above ranges result in associated sample results being qualified as
estimates, or not qualified, depending on the activity of the individual sample.
Results are rejected for LCS/BSS recoveries of less than 30% and tracer recoveries
of less than 20%, and tracer recoveries of greater than 115% for detected resuits.

Due to the lack of a matrix spike analysis, all tritium resuits were qualified as
estimates and flagged “J".

All other accuracy results were acceptable.

Laboratory Duplicates

Analytical precision is expressed by the relative percent differences (RPD) between
the recoveries of duplicate matrix spike analyses performed on a sample in the
analytical batch. Precision may alternatively be assessed using unspiked duplicate
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analyses performed on a sample in the analytical batch. |f both sample and
replicate activities (concentrations) are greater than five times the contract required
detection limit (CRDL) and the RPD is less than 30%, no qualification is required. If
either activity (concentration) is less than five times the CRDL, the RPD control limit
is less than or equal to two times the CRDL. If the RPD is outside the applicable
control limit, associated results are qualified as estimated detects or estimated non-
detects.

All duplicate results were acceptabls.

Field Duplicates

One set of field duplicate samples (JO3WM5S/JO3WMS} were submitted for
analysis. Field duplicates are compared using the same criteria as for laboratory
duplicates. All field duplicate results were acceptable.

Detection Levels

Reported analytical detection levels for undetected analytes are compared against
the remaining waste sites RQLs to ensure that laboratory detection levels meet the
required criteria. Five analytes exceeded the RQL. Under the WCH statement of
work, no qualification is required.

Completeness
Data package No. H3334 was submitted for validation and verified for

completeness. Completeness is based on the percentage of data determined to be
valid (i.e., not rejected). The completion percentage was 100%.

MAJOR DEFICIENCIES

None found.

MINOR DEFICIENCIES

Due to the lack of a matrix spike analysis, all tritium results were qualified as
estimates and flagged “J”. Data flagged "J" indicates that the associated
concentration is an estimate, but under the WCH statement of work, the data may
be usable for decision-making purposes. All other validated results are considered
accurate within the standard error associated with the methods.
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Appendix 1

Glossary of Data Reporting Qualifiers
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Qualifiers which may be applied by data validators in compliance with the BHI
statement of work are as follows:

uJ

UR

Indicates the compound or analyte was analyzed for and not detected
above the minimum detectable activity {MDA) in the sample. The value
reported is the sample result corrected for sample dilution and moisture
content by the laboratory. The data is usable for decision making
purposes.

Indicates the compound or analyte was analyzed for and not detected at
concentrations above the minimum detectable activity (MDA) in the
sample. Due to a minor QC deficiency identified during the data
validation, the associated quantitation [imit is an estimate, but is usable
for decision making purposes.

Indicates the compound or analyte was analyzed for and detected. Due
to a minor QC deficiency identified during the data validation, the
associated concentration is an estimate, but the data are usable for
decision-making purposes.

Indicates the compound or analyte was analyzed for, detected, and due
to an identified major QC deficiency, the data are unusable.

Indicates the compound or analyte was analyzed for and not detected in

the sample. Additionally, the data is unusable due to an identified major
QC deficiency.
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Appendix 2

Summary of Data Qualification

18181914 7%



RADIOCHEMISTRY DATA QUALIFICATION SUMMARY*

SDG: H3334 | PAGE_1.OF1- =

COMMENTS: e

COMPOUND QUALIFIER | SAMPLES AFFECTED | REASON

Tritium J All No matrix spike
analysis

* - The Qualified Data Summary Table includes laboratory applied “U” qualifiers not
specifically identified here. The laboratory applied “U” qualifiers are included to minimize
misinterpretation of results contained in the table,
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Appendix 3

Qualified Data Summary and Annotated Laboratory Reports
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RADIOCHEMISTRY ANALYSIS, SOIL MATRIX, (PCiG) Page_ 1 of_1

Project: WASHINGTON CLOSURE HANFORD ]

Laboratory: LLI “[SDG: H3334

Sample Number JOIWMS JOIWME JOIWMT JOIWMBE JOIWM9 JO3X41 JO3X43
Remarks Duplicate

Sample Date 8123105 8/23/05 8/23/05 8/23/05 8/23/05 8/23/05 8/23/05
Radiochemistry Resuit [Q |Result [Q |Result [Q |Result |Q |Result [Q [Result Q |Result Q
Tritium 400 -0.849{UJ -3.02{UJ -3.19{UW) -3.38{UJ -1.61]UJ -1.371U) -2.28|UJ
Technetium-99 15 0.00114 -0.0211U -0.133U -0.107{U 0.027(U -0.038|U -0.0101U
Potassium-40 11.0 11.4 11.3 11.2 10.9 13.0 6.80
Manganese-54 Uiu Ulu Uiu LY Uiy Uy LU
Cobalt 60 0.05 ulu Uju Uiy U Uit Uy Uiy
Ruthenium 103 UuU Uy Uiy (118 Uil U{uU vy
Cesium 137 0.1 ujy 0.068 0.022 uju iU Uiy 0.038
Radium-226 0.2 0.351 0.372 0.378 0.441 0.444 0.392 0.274
Radium-228 0.557 0.642 0.657 0.646 0.593 0.628 0.412
Europium 152 0.2 Ulu Uy Uju Uiy ulu [4]15) Uju
Europium 154 0.1 uju* uju* ulu Uiy Uju* ufu* Uijl
Europium 155 0.1 Uiy ulu Uiy 0.087 Uju Ui Uiy
Thorium-228 0.479 0.511 0.486 0.494 0.501% 0.463 0.441
Thorium-232 0.557 0.642 0.657 0.646 0.593 0.628 0.412
Uranium-235{gea) Uy Uiy 5119 Uiy Uy Ulu uju
Uranium-238(gea) ulu Uiy S]18] ulu Uju Ulu uju
Americium-241{gea) uju Uy Uiy ulu Uju uju Uiy

OT0000

* - RQL exceeded

Laboratory applied non-detect quaiifiers "U” have been included in this 1able to minimize potential miss-interpretation of results. All other qualifiers shown were applied during validation.




EBERLINE

SAMPLE DELIVERY GROUP H3334

SERVICES/RICHMOND

R508177-01 JO3IWMS
DATA SHEET
SDG 7709 Client/Case no Hanford SDG_H3334
Contact Melissa C. Mannion Contract No. 630
Lab sample id R508177-01 Client sample id J03WMS

Dept sample id 7709-001 Location/Matrix 600-259% Lysimeter Site SOLID
Received 08/24/05 Collected/Weight 0QB8/23/05 10:05 1377 g
% solids _98.8 Custedy/SAF No Be5-033-01 B05-033
RESULT 2¢ EBRR MDA RDL QUALI -
ANALYTE CAS No pCi/g {COUNT) pCi/g pCi/g FIERS TEST
Tritium 10028-17-8 -0.949 3.0 5.2 400 ud H
Technetium 99 14133-76~7 0.001 0.1e 0.39 15 u TC
Potassium 40 13966-00-2 11.0 0.83 0.46 GAM
Manganese 54 13966-31~-9 [8f 0.034 UX GAM
Cobalt 60 10198-40-0 U 0.041 0.050 g GAM
Cegium 134 13967-70-9 U 0.049 u GAM
Cesium 137 10045-97-3 u 0.033 0.10 U GAM
Radium 226 13982-63-3 0.351 0.068 0.071 0.10 GAM
Radium 228 15262-20-1 0.557 0.16 0.16 0.20 GAM
Europium 152 '14683-23-9 U 0.083 0.10 u GAM
Europium 154 15585-10-1 U 0.14 0.10 U GAM
Europium 155 14391-16-3 u ¢.092 0.10 U GAM
Thorium 228 14274-82-9 0.478 0.038 0.038 GAM
Thorium 232 TH-232 0.5857 0.16 0.1l6 GAM
Uranium 235 15117-386-1 U 0.13 u GAM
Uranium 238 U-238 U 4.4 U GAM
Americium 241 14596-10-2 U 0.12 u GAM
600-259 Verification
\\\\\\Dj
Lab id EBRLNE
Protocol Hanford
DATA SHEETS Version Ver 1.0
Page 1 Form DVD-DS
SUMMARY DATA SECTION o Version 3.06
Page 11 (J()()(’iﬁl- Report date Dp9/08/05




EBERLINE SERVICES/RICHMOND
SAMPLE DELIVERY GROUP H3334

R50BL77-02 JO3WMe
DATA SHEET
SDG 7709 Client/Case no Hanford SDG_H3334
Contact Melissa C. Mannion Contract No. 630
Lab sample id R50B177-02 Client sample id J03WMe

Dept sample id 7709-002 Location/Matrix §00-259 Lysimeter Site SOLID
Received 08/24/05 Collected/Weight 08/23/05 10:12 1491 g
¥ solids _99.3 Custody/SAF No B05-033-01 BO5-033
RESULT 20 ERR MDA RDL QUALI-

ANALYTE CAS NO pCi/g (COUNT) pCi/g pCi/g FIERS TEST
Tritium 10028-17-8 -3.02 3.1 5.5 400 vy H
Technetium 99 14133-76-7 -0.021 0.13 0.37 15 u TC
Potassium 40 13966-00-2 11.4 0.86 0.40 GAM
Manganese 54 13566-31-9 U 0.032 UX GAM
Cobalt 60 10198-40-0 u 0.039 0.050 u GaM
Cesium 134 13967-70-9 u 0.051 u GAM
Cesium 137 16045-97-3 0.068 0.038 0.044 0.10 GAM
Radium 226 13982-63-3 0.372 0.077 0.087 0.10 GAM
Radium 228 15262-20-1 0.642 0.15 0.6 0.20 GAM
Europium 152 14683-23-9 U 0.089 0.10 U GAM
Europium 154 15585-10-1 U 0.13 0.10 U GAM
Europium 155 14391-16-3 u 0.10 0.10 U GAM
Thorium 228 14274-8B2-9 0.511 0.043 0.043 GAM
Thorium 232 TH-232 0.642 0.15 0.186 GAM
Uranium 235 15117-96-1 u 0.14 U GaM
Uranium 238 U-238 u 4.9 3§ GAM
Bmericium 241 14596-10-2 U 0.13 U GAM

600-259 Verification

Lak id EBRLNE
Protocol Hanford

DATA SHEETS Version Ver 1.0

o Form DVD-DS
SUMMARY DATA SECTION o Fomm B
} - HER Y™ R t date 09/08/05
- ()0(}("}!‘-& epor ate




EBERLINE

SAMPLE DELIVERY GROUP H3334

SERVICES/RICHMOND

R508177-03 JO3IWMT
DATA SHEET
SDG 7709 Client/Case no Hanford SDG H3334
Contact Melisgsa C. Mannion Contract No. 630
Lab sample id R508177-03 Client sample id JO3WM7

Page 13

00013

Report date

Dept sample id 7709-003 Location/Matrix 600-259 Lysimeter Site SOLID
Received 08/24/05 Collected/Weight 0B/23/05 10:23 1426 g
% solids _99.1 Custody/SAF No B05-033-01 B0O5-033
RESULT 2¢ ERR MDA RDL QUALI -
ANALYTE CAS NO pCi/g {COUNT) pCi/g pCi/g FIERS TEST
Tritium 10028-17-8 -3.19 3.1 5.4 400 v T H
Technetium 99 14133-76-7 -0.133 0.13 0.37 15 3 TC
Potassium 40 13966-00-2 11.3 0.66 0.19 GAM
Manganese 54 13966-31-9 U 0.028 Ux GAM
Cobalt 60 10198-40-0 U 0.033 0.050 U GAM
Cesium 134 13967-70-9 U 0.038 U GAM
Cesium 137 10045-97-3 0.022 0.021 0.028 0.10 U GAM
Radium 226 139B2-63-3 0.378 0.062 0.062 0.10 GAM
Radium 228 15262-20-1 0.657 0.14 0.14 0.20 GAM
Europium 152 14683-23-9 u 0.070 0.10 U GAM
Europium 154 15585-20-1 U 0.10 0.10 U GAM
Europium 155 14391-16-3 U 0.095 0.10 U GAM
Thorium 228 14274-82-9 0.486 0.034 0.032 GAM
Thorium 232 TH-232 0.657 0.14 0.14 GAM
Uranium 235 15117-96-1 u g.12 0§ GAM
Uranium 238 U-238 U 4.0 8§ GAM
Americium 241 14596-10-2 u 0.21 u GAM
600-259 Verification
/1‘ L,(/aj
Lab id EBRLNE
Proteocol Hanford
DATA SHEETS Version Ver 1.0
Page 3 Form DVD-DS
SUMMARY DATA SECTION Version 3.0&

09/08/05




EBERLINE SERVICES/RICHMOND
SAMPLE DELIVERY GROUP H3334

R508177-04 JO3WMB
DATA SHEET
SDG 7709 Client/Case no Hanford SDG _H3334

Contact Melissa C. Mannion Contract No. 630
Lab sample id R508177-04 Client sample id JOQ3WMS8
Dept sample id 7709-004 Location/Matrix 600-259 Lysimeter Site SOLID

Received 08/24/05 Collected/Weight 08/23/05_10:39 1435 g

% solids _98.7 Custody/SAF No B(05-033-01 B05-033

RESULT 20 ERR MDA RDL QUALI-

ANALYTE CAS NO pCi/g (COUNT) pCi/g pCi/g FIERS TEST
Tritium 10028-17-8 -3.38 3.0 5.3 400 u T H
Technetium 99 ©14133-76-7 -0.107 0.16 0.55 1s U TC
Potassium 40 13%66-00-2 11.2 0.62 - 0.27 GAM
Manganese 54 13966-31-9 U 0.027 Ux GAM
Cobalt 6C 10198-40-0 U 0.028 0.050 u GAM
Cesium 134 13967-70-9 U 0.036 U GAM
Cesgium 137 10045-97-3 u 0.027 0.10 U GAM
Radium 226 13982-63-3 0.441 0.060 0.058 0.10 GAM
Radium 228 15262-20-1 0.646 0.13 Q.13 0.20 GaM
Europium 152 14683-23-9 U 0.064 0.10 U GAM
Europium 154 15585-10-1 u 0.094 0.10 U GAM
Europium 155 14391-16-3 0.087 0.061 0.093 0.10 3] GAM
Thorium 228 14274-82-9 0.494 0.032 0.031 GAM
Thorium 232 TH-232 0.646 0.13 0.13 GAM
Uranium 235 15117-96-1 U 0.11 U GAM
Uranium 238 U-238 U 3.3 u GAM
Americium 241 14596-10-2 U 0.20 4] GAM

600-259 Verification

DATA SHEETS

R

~—
——
—_—
L
T
o
-

Lab id EBRLNE
Protocol Hanford
Version Ver 1.0

Page 4 Form DVD-DS
SUMMARY DATA SECTION , Version 3.06
Page 14 ()(](}()j}l Report date 09/08/05




EBERLINE

SAMPLE DELIVERY GROUP H3334

SERVICES/RICHMOND

R508177-05 JO3WM9
DATA SHEET
5DG 770¢9 Client/Case no Hanford SDG H33134
Contact Melissa C. Mannion Contract No. 630
Lab sample id R508177-05 Client sample id JO3WM9

Dept sample id 7709-005 Location/Matrix 600-259 Lysimeter Site SOLID
Received 08/24/05 Collected/Weight 08/23/05 10:05 1445 g
% solids _98.8 Custody/SAF No B£5-033-01 B05-033
RESULT 2¢ ERR MDA RDL QUALI -
ANALYTE CAS NO pCi/g (COUNT) pCi/g pCi/g FIERS TEST
Tritium 1¢028-17-8 -1.61 3.0 5.3 400 uT H
Technetium 99 14133-76-7 0.027 0.17 0.55 15 ) TC
Potassium 40 13966-00-2 10.9 0.92 0.46 GaM
Manganese 54 13966-31-9 U 0.037 ux GAM
Cobalt &0 10198-40-0 U 0.045 0.050 &) GAM
Cesium 134 12967-70-9 g C.056 U GAM
Cesium 137 10045-97-3 U 0.03% 0.10 U GAM
Radium 226 13982-63-3 0.444 0.081 0.078 0.10 GAM
Radium 228 15262-20-1 0.593 0.22 0.23 0.20 GAM
Europium 152 14683-23-9 u 0.094 0.10 u GAM
Eurcpium 154 15585-10-1 U 0.14 0.10 U GAM
Eurcpium 155 1433%1-16-3 U 0.10 0.10 9) GAM
Thorium 228 14274-82-9 0.501 0.04¢6 0.048 GAM
Thorium 232 TH-232 0.593 0D.22 0.23 GAM
Uranium 235 15117-96-1 U 0.15 U GAM
Uranium 238 U-238 8) 5.2 U GAM
Americium 241 14596-10-2 U g.18 U GAM
600-259 Verification
i /L{ /ab
Lab id EBRLNE
Protocol Hanford
DATA SHEETS Version Ver 1.0
Fage 5 Form DVD-DS
SUMMARY DATA SECTION ] r Version 3.06
Page 15 o0001o Report date 09/08/05




EBERLINE SERVICES/RICHMOND

SAMPLE DELIVERY GROUP H3334

R508177-0C6 J03x41

DATA SHEET

Client/Case no Hanford SDG H3334

Contract No. 630

SDG 77089
Contact Melissa €. Mannion

Client sample id J03X41
Location/Matrix 600-2589 Lysimeter Site SOLID

Lab sample id R508177-06
Dept sample id 7709-006

Received 08/24/05 Collected/Weight 08/23/05 10:43 _1258 g
% solids _98.5 Custody/SAF No B05-033-03 B05-033
RESULT 2¢ ERR MDA RDL QUALIT -~

ANALYTE CAS NO pCi/g {COUNT} pCi/g pCi/g FIERS TRST
Tritium 10028-17-8 -1.37 3.1 5.3 400 u] H
Technetium 99 14133-76-7 -0.038 0.22 0.57 15 U TC
Potassium 40 13966-00-2 13.0 .83 0.34 GAM
Manganese 54 13966-31-9 u 0.034 Ux GAM
Cobalt &0 10198-40-0 U 0.036 0.050 U GAM
Cesium 134 13967-70-9 U 0.042 U GAM
Cesium 137 10045-97-3 U 0.036 0.10 U GAM
Radium 226 13982-63-3 0.392 0.068 0.065 0.10 GAM
Radium 228 15262-20-1 0.628 0.14 0.14 0.20 GaM
Eurcpium 152 l4683-23-9 U 0.080 0.10 U GAM
Europium 154 15585-10-1 U 0.13 0.10 U GAM
Europium 155 14391-16-3 U 0.11 0.10 u GAM
Thorium 228 14274-82-89 0.463 0.040 0.041 GAM
Thorium 232 TH-232 0.628 0.14 0.14 GAM
Uranium 235 15117-96-1 U 0.14 U GAM
Uranium 238 U-238 U 4.2 U GAM
Americium 241 14596-10-2 U 0.23 U GAaM

600-259 Verification

14l

Lab id EBRINE
Protocol Hanford

DATA SHEETS Version Ver 1.0

Page 6 Form DVD-DS
SUMMARY DATA SECTION X Version 3.06
Page 16 000016 Report date 09/08/05




EBERLINE SERVICES/RICHMOND
SAMPLE DELIVERY GROUP H3334

R508177-07 Jgi3x42
DATA SHEET
SDG 7709 Client/Case nc¢ Hanford SDG _H3334
Contact Melissa C. Mannion Contract No. &30
Lab sample id R508B177-07 Client sample id J03X42
Dept sample id 770%-007 Location/Matrix 600-259 Lysimeter Site SQLID
Received (£B/24/05 Collected/Weight 08/23/05 10:49 1532 g
% solids _99.1 Custody/SAF No B05-033-03 B05-033
RESULT 20 ERR MDA RDL QUALI-
ANALYTE CAS NO pCi/g (COUNT) pCi/g pci/g FIERS  TEST
Tritium 10028-17-8 ~2.29 2.9 5.2 400 U 3_ H
Technetium 959 14133-76-7 -0.010 0.16 0.53 15 u TC
Potassium 40 13966-00-2 6.80 0.44 0.22 GAM
Manganese 54 13966-31-9 §) c.026 UX GAM
Cobalt &0 10198-40-0 u 0.028 0.050 U GAM
Cesium 134 13967-70-9 U 0.035 u GAM
Cesium 137 10045-97-3 0.038 0.029 0.028 .10 GAM
Radium 226 13982-63-3 0.274 0.059 0.048 0.10 GAM
Radium 228 15262-20-1 0.412 Q.12 0.11 0.20 GAM
Europium 152 14683-23-9 U ¢.088 0.10 U GAM
Europium 154 15585-10-1 U 0.097 0.10 U GAM
Buropium 155 143921-16-3 U 0.097 0.10 u GAM
Thorium 228 14274-82-9 0.441 0.054 0.049 GAM
Thorium 232 TH-232 0.412 0.12 0.11 GaM
Uranium 235 15117-96-1 u 0.14 U GAM
Uranium 238 U-238 U 3.1 U GAM
Americium 241 14596-10-2 u 0.1l4 u GAM
600-259 Verification
Lab id EBRLNE
Protocol Hanford
DATA SHEETS Version Ver 1.0
Page 7 Form DVD-DS
SUMMARY DATA SECTION _ Version 3.06
Page 17 000017 Report date 09/08/05




Appendix 4

Laboratory Narrative and Chain-of-Custody Documentation
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Eberline Services Bechtel Hanford Inc.
W.0O. No. R5-08-177-7709 SDG H3334

Case Narrative Page 1 of 1

1.0 GENERAL

Bechtel Hanford Inc. (BH!) Sample Delivery Group H3334 was composed of seven solid
(soil) samples designated under SAF No. B05-033 with a Project Designation of. 600-

259 Verification.

The samples were received as stated on the Chain-of-Custody documents. Any
discrepancies are noted on the Eberline Services Sample Receipt Checklist. The resuits
were transmitted to BHI via e-mail on September 19, 2005.

2.0 ANALYSIS NOTES

21 Tritium Analysis

No problems were encountered during the course of the analyses.
2.2 Technetium-99 Analysis

No problems were encountered during the course of the analyses.
2.3 Gamma Spectroscopy

No problems were encountered during the course of the analyses.

Case Narrative Certification Statement

“I certify that this data package is in compliance with the SOW, both technically
and for completeness, for other than the conditions detailed above. Release of the
data obtained in this hard copy data package has been authorized by the
Laboratory Manager or a designee, as verified by the following signature.”

elior P e 9 )15 A
Melissa C. Mannion Date
Senior Program Manager
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Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST BOS033-01 [ 1 o1
Coliector Company Contact Telephane No. Proiect Coordinator . Data Turns d ;
Fahlberg/Gale/St Joun M. HAASS 3736172 KESSNER, JH Price Code ata Turnaround |
Project Designation Sampling Location ( SAF No. : . 15 DayS l
600-259 Verificat:on 600259 Lysimeter e /7333 7’ 77049 ) B05-033 Air Quality []
Ice Chest No. — Field Logbook No. COA Methad of Shinment
Fiic o3-/0 EL 1395-11 R(G62592000 Fed EX
Shi Offsite Propertv No. ey T Biill of Lading/Air Bill No.
(PBERLINE SERVICESY LIONVILLE - 4050309 SEE OSPC -
POSSIBLE SAMPLE HAZARDS/REMARKS
Non Rad Sample, No Activity Reporr Required Preservation None
Type of Container a6
neam
Special Handling and/or Storage yp l
None ) No. of Container(s)
1000mL
See wem (1) in
Special
insuuctions.
SAMPLE ANALYSIS
s
St T D Y
= Sample No Matrix * Sample Date Sample Time ke 2 = <
=l J03wms SOIL B.2365 | jms5 X
7.]/03wMs SOiL £.230f | jO 2 X
Chacawmr SOIL g 2325 | 1p23 X
JO3wMa SOIL 6-2% - e2f 139 <
JO3wMg SOIL % Da.ai Viloa B el
CHAIN OF POSSESSION Sign/Print Names SPECIAL INSTRUCTIONS Matnx *
R@.ﬂshed By/Remaoved Fron E=#c Date/Time } ')-30 lRecciv_e:i By/Stored ]n Date/Time 7 _ . R . . §=5anl
f ’Ica"a } '“/K f ZX o l“ Q‘Zi F ~ (1) Garnmat Spc'cu'oscop)_r (TCL.Llsf). {Cesiun-13?, Cobalt-60}; Gamma Spec - Add-on {Cesium-134, SE=Scdiman
cﬂl\.\ Manganese-54); Technatium-99; Tritium - H3 SO=S0lid
Reling mshed BMM Frof——" ngf Dat tme Received By'Stored In ’ lj‘:fammmc Si=Sludee
W= Waier
Fep <X M ¢ qiAp oo
Relinguished B)'/Rcrnovcd Fram Dilﬂmmc Received hyn’Smrtd'ln “Date/Time | 3;"; e
DL‘!)rulll Liqueas
Relinguished By/Removed Fram Date/Time Received By/Stored In Date/Time EZ'\:’:;
L~Liguid
Relinguished By/Removed From Date/Time Received By/Stored In Date/Time ::;;:::a -
Relinquished By/Removed From Date/Time lljeceived By/Stared In Dare/Tine
LLABORATORY | Received By Title Date/Time
SECTION
FINAL SAMPLE | Disposal Method Disposed By Date/Time
DISPOSITION

BHI-EE-011 {03/01/2002)



Bechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST B05-033-03 [rse & of )
iCollector Companvy Contact Telenhone No. Proiect Coordinator .
Fahlberg/Gale/St Joun M. HAASS 373-6372 . |KESSNER,JH Price Code Data Turnaround
Proiect Designation Samoling Location / p ,,/ SAF No. A : I 15 Days
600-259 Verification 600-259 Lysimeicr Site /7333 7709 B0S-033 Air Quality [ |
Ice Chest No. Field Logbook No. CoA Method of Shipment
EeRc ok oz EL 1395-11 RG62592000 Fed EX
Shi Offsite Property No. A e o 5 -G Bill of Lading/Air Bill No.
(EBERLINESERVICE§/LIONVILE | AU=2E2C7q | SEEOSRC e .
POSSIBLE SAMPLE HAZARDS/REMARKS ] }
Non Rad Sample, No Activity Report Required Preservation Nane
al
T, f Contai
Special Handling and/or Storage ype o Confalter
None No. of Container(s) !
Yolume !
See item (1) in
Special
Instructions.
SAMPLE ANALYSIS o
Sample No. Matrix * Sample Date Sample Time e P i el
- N B it
=] Jo3xa1 SOIL -2 5oy ] j0973 X
9.03X42 SOIL Z£.22a5 | o9 X
by
4
jued
CHAIN OF POSSESSION Sign/Print Names SPECIAL INSTRUCTIONS Matrix *
Relinquished By/Removed From {;_2 tDateTime /¢ 73 & |[Received By/Stored In Date/Time DG s L SoSail
tros TCL List} {Cesium-137, h-60}; - i -
R Loy Cfc@a_g2ref | Fed Ex Manganse 541 Tesheduma9: Temumc g e S A (GO s
Relinquished By/Removed From Tf-'"ri“* Received, By/Stored In f te/Time Si=Shudge
ZE2) 24T My DEes G2 o
Relinqulshed ByfRemo\/ed From Tobic/Time R:ceiveé By/ SmreEu [ ate/ Time Am e
DS=Drum Solids
DL=Drum Ligquins
Relinquished By/Removed From Drate/Time WReccived By/Stored In Date/Tme I;l ::‘;
L=Liquid
Relinquished By/Removed From DateTime Received By/Stored In Date/Time o
Relinquished ByRenoved From Date/Time Received By/Stored In Date/Time
LABORATORY | Received By Title Pale/Time
SECTION
FINAL SAMPLE { Disposal Method Disposed By Date/Time
DISPOSITION

BHI-EE-011 (03/01/2002)



Appendix 5

Data Validation Supporting Documentation
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APPENDIX A

RADIOCHEMICAL DATA VALIDATION CHECKLIST

YALIDATION

LEVEL: A B C

D

PROJECT: {00 -237 DATA PACKAGE:

{1 3834

rd

VALIDATOR: K [LAB:  EA

| SDG:

[DATE. — I[/91®
-

H3>3

___ANALYSES PERFORMED
T um

Gross Alpha/Beta Strontium-90 Aloha Spectroscopy
Total Uranium Radium-22

SAMPLES/MATRIX

Jo3twms Jodayant Jo3 L7

Josdwmy

Jo3w Mg JoIXY/ JudXG .

Sdlf

L. COMPIEIENESS .. eiivtieeniecteti e st ettt e et te e ene e s s soe et ee e e

Technical verification forms present?............ccccoovmiveveriiccrinereeeeeeee s Y@) N/A

Comments:

2. Tnitial Calibration (Levels D, E) \ﬁL\J/A

Instruments/detectors Calibrated?...........uvvveieeeeccreireerereeiene oo oo s et ose oo e Yes No N/A

Initial calibration acCeptable? ............cvrrereeciriieciiinieeiee s sese et ere s Yes No N/A
Standards NIST traceable?.........ccovvuievinerirereerioeireces oo eee e ee e e sens et e s e Yes No N/A
Standards EXPIred? .........covceimminenne e ieeessssencossesees e eeese s s Yes No N/A
Calculation check acceptable? ... .ccuiuiiueereieiceeiiecieete e e e e eseeee oo Yes No N/A

Comments:

QA0S



3. Continuing Calibration (Levels D, E) ﬁN/A

Calibration checked within required frequency?...........oocevveveveeeece i, Yes No N/A
Calibration check acceptable?........covvvieierivnieci ettt serese s Yes No N/A
Calibration check standards traceable?.........c.ccovevieiiieiie et Yes No N/A
Calibration check standards eXpired? .........coruviveevmeinniinnc et e Yes No N/A
Calculation check acceptable? ........cvccviecrvinis i rsetsre st se e s saee e e eeneseresnes Yes No N/A
Comments;

4. Background Counts (Levels D, E)......ccovviimminccinmnencciereneieseese e esere s esanaes ?&N/A
Background Counts checked within required frequency? .......cccoceeoevirvivivciiceeevciene, Yes No N/A
Background Counts acceptable? ...t e see s Yes No N/A
Calculation check acCeptable? ... v et rera s Yes No N/A
Comments:

Aaa00la



5. Blanks (Levels B, C, D, E) .ottt se et ene e eese s s e s s eesosessaoin

Method blank analyzed within required frequency?

Method blank results acCeptable? ........ocuuerivieecereeeccree et ses e e ee e

Analytes detected in method BIank? ...........ccvviirieeiioiiicieee e eeee e oo Yes(Nog N/A
Field blank(s) analyzed? ..ot eeene e e Yes @ N/A
Field blank results acceptable? ..o, Yes No(N/
Analytes detected in field blank(8)?..........ccvoereriieeeieeece e e Yes No
Transcription/Calculation Errors? (Levels D, E) ..ccvvvriviiiecieiceeeeeeeeeeees e ee e Yes No
Comments: he 5

6. Laboratory Control Samples or Blank Spike Samples (Levels C, D, E)....ooovvveeevervnnnn.. O N/A
LCS /BSS analyzed within required frequency? ........c.oovevvvveiiceveiieceeeeeeeere v, No N/A
LCS/BSS recoveries acceptable?.........ovivrreueeececeeeiieiiece e,

LCS/BSS traceable? (Levels D,E) ..o seiese oo s eeer et eve e e ennns

LCS/BSS expired? (Levels DLE).....iiiciiieeiieieeeeesrecee et tete e ve e senesensssneeesenens

LCS/BSS levels correct? (Levels D,E) ....vvivieiiiieriieeiceceee e ev oo cesens e
Transcription/Calculation Errors? (Levels D, E)

Comments:

7. Chemical Carrier Recovery (Levels C, D, E) .....cccocvuvveininiinercrreeeeees e eeseseeeesesseees oo, '}ﬂN/A
Chemical carrier added? ...uuiivviirnei et ve s Yes No N/A
Chemical recovery acceptable?......ovciiiiinini e Yes No N/A
Chemical carrier traceable? (LLeVelS DL E Juvvcieierieeneiieeecccie e Yes No N/A

QAHOOTS



Chemical carrier expired? (Levels D, E} .....covcueciiuiecieeeceeeeeeeeeeeee oo eeee s Yes No N/A
Transcription/Calculation errors? (Levels D, E)....cvovooooeeieeeeeeeeeseeeeeeeee oo Yes No N/A

Comments:

Transcription/Calculation errors? (Levels D, E)

Comments:

9. Matrix Spikes (Levels C, D, E)vvvviveeieccecieicceorineee ottt eeeees e ettt ONA

Matrix Spike AnAlZEd? ........cccviirrirrere ittt et Ye@ N/A
Spike recoveries aCCePabIE? ........cveviceeroireesieere et ce e e et Yes No @
Spike source traceable? (Levels D, E) ..c.vccvvvvciiiniceeneceineseeeceeeeeesee oo oo sesn o Yes No %
Spike source expired? Levels D, E)..o.cvvvereivecuemecieeececeecenicenreeseee oo e es s s ss s Yes No
Transcription/Calculation Errors? (Levels D, E)..ovvvveiececeiccieceeeee oo Yes No @A
Comments: No _ m$- F 2H

OO0



10. Duplicates (Levels C, D, E) ot evees sttt saessnes st enesssesmssenas £ N/A

Duplicates Analyzed at required freqUENCY? .........coivvvieiiiirrieeee e seesee e o N/A
RPD Values AcCeptable? .........covciiirneicininnies e sse s e s st @ No N/A
Transcription/Calculation Errors? (LEVelS D, E) oo oo Yes No @
Comments:

11. Field QC Samples (Levels C, D E) .ot iieisreeesesee e see e sasesesen e ava s O N/A
Field duplicate sample(s) analyzed? ...........ccvereeininnereniin e resssr e esesse s Yes/No N/A
Field duplicate RPD values acceptable?.......ccocooivviieienecnics e eerenne @ No N/A
Field split sample(s) analyzZed?........oceicireiceiecicie et e sbesere e Yes(No N/A
Field split RPD values acceptable? ...t Yes No @
Performance audit sample(s) analyzed?.......ocoverievnieniciiniecc e Yes @ N/A
Performance audit sample results acceptable?............ccooevveiriiiininniriie e, Yes No @
Comments: NS FS o4

12. Holding Times (All levels)

Comments;

GGO 027



13. Results and Detection Limits (All LeVels )......cccvivreicieeieeicieeeeeeeveceerer e nene ON/A
Results reported for all required sample analyses?............cccoveeiiciiccecrin e, @ No N/A
Results supported in raw data?(Levels D, E).......c..cocoviiiiiciinie et Yes No g
Results Acceptable? (Levels DL E) ...ttt s Yes No
Transcription/Calculation errors? (Levels D, E}.....ocovviiveiienicciininice e, Yes No@
MDA's meet required detection imits? ...........cocoveinveenrcininnncnieee i Yes@ N/A
Transcription/calculation errors? (Levels D, E).......ccovoveiiniininiiiii e Yes No @
Comments: S AN

A6 008



Appendix 6

Additional Documentation Requested by Client
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EBERLINE SERVICES/RICHMOND
SAMPLE DELIVERY GROUP H3334

Method Blank

R508177-09
METHOD BLANK
SDG 77039 Client/Case no Hanford SDG H3334
Contact Melisga ¢. Mannion Contract No. &30

Lab sample id R50B177-09 Client sample id Method Blank

Dept sample id 7709-005 Material/Matrix SOLID
SAF No B0O5-033
RESULT 2¢ ERR MDA RDL QUALTI -
ANALYTE CAS NO pCi/g  (COUNT) pCi/g pCi/g PIERS  TEST
Tritium 10028-17-8 -4.53 3.7 6.6 400 U H
Technetium 99 14133-76-7 -0.006 0.17 0.57 15 9§ TC
Potassium 40 13%66-00-2 u 0.24 U GAM
Manganese 54 13966-31-9 U 0.013 Ux GAM
Cobalt 60 10198-40-0 u 0.017 0.0590 U GAM
Cesium 134 13967-70-9 1) 0.019 u GAM
Cesium 137 10045-97-3 u 0.018 0.10 o} GAM
Radium 226 13982-63-3 0 0.031 0.10 u GAM
Radium 228 15262-20-1 U 0.069 0.20 u GAM
Europium 152 14683-23-9 a 0.037 0.10 U GAM
Europium 154 15585-10-1 u 0.043 0.10 U GAM
Europium 155 14391-16-3 U 0.046 0.10 U GAM
Thorium 228 14274-82-9 u 0.022 U GAM
Thorium 232 TH-232 u 0.069 o GAM
Uranium 235 15117-96-1 U 0.062 u GAM
Uranium 238 U-238 U 2.5 U GAM
Americium 241 14596-~10-2 U 0.10 U GAM
600-259 Verification
QC-BLANK 54175
Lab id EBRLNE
Protocol Hanford
METHOD BLANKS Versicn Ver 1.0

Page 1 Form DVD-DS
SUMMARY DATA SECTION Version 3.06

Page B ()(}()():3() Report date 09/08/05




EBERLINE SERVICES/RICHMOND

SAMPLE DELIVERY GROUP H3334

R508177-08 Lab Control Sample
LABE CONTROQL SAMPLE
SDG 7709 Client/Case no Hanford S5DG H331134
Contact Melissa €. Mannion Contract No. 630
Lab sample id R508177-08 Client sample id Lab Control Sample
Dept sample id 7709-008 Material/Matrix SOLID
SAF No B0S5-031
2g ERR MDA RDL QUALI- ADDED 20 ERR REC 3o LMTS PROTOCOL
MIMLYTE [COUNT) pCi/g pCi/fg FIERS TEST pCi/fg pCi/g % {TOTAL) LIMITS
Tritium 17 6.3 400 H 953 38 94 84-116 80-120
Technetium 99 1.1 0.60 15 TC 120 4.8 99 84-116 80-120
Cobalt 60 0.073 0.037 0.050 GAM 0.679 g.027 100 72-128 BO-120
Cesium 137 0.061 0.048 0.10 GAM 0.677 0.027 100 73-127 B0-120
600-259 verification
QC-LCS 54174
Lab id EBRLNE
Protocal Hanford
LAB CONTROL SAMPLES Vergion Ver 1.0
Page 1 Form DVD-1.CS
SUMMARY DATA SECTION ) Version 3.06
Bage 2 81818 031 Report date 03/08/05




EBERLINE SERVICES/RICHMOND

SAMPLE DELIVERY GROUP H3334

R508177-10 Ja3awMa
DUPLICATE
SDG 7709 Client/Cage no Hanford SDG_H3314
Contact Melissa C. Mannion Contract No. 630
DOPLICATE ORIGINAL )
Lab sample id R508177-10 Lab sample id R508177-04 Client sample id JO3WMB

Dept sample id 7709-010Q

Dept sample id

7709-004

Location/Matrix

500-259 Lysimeter Site SoLID

Received 08/24/05 Collected/Weight D8/23/05 10:39 1435 g
¥ solids _98.7 % solids _88.7 Custody/SAF No B05-033-01 BOS-033
DOPLICATE 2¢ ERR MDA RDL QUALI- ORIGIRAL 20 ERR MDA QUALI- RPD s PROT
ANALYTE pCi/g { COUNT) pCi/g pCi/fg FIERS TEST pCi/y {COUNT) pCi/g FI1ERS ¥ TOT LIMIT
Tritium -3.17 2.8 5.0 400 U H -3.38 3.0 5.3 U -
Technetium 99 ¢.127 0.18 0.53 15 TC -0.107 G.l6 Q.55 u -
Potassium 40 11.86 0.72 0.25 GAM 11.2 D.82 0.27 4 34
Manganese 54 T 0.033 ux GAM ¢] 0.027 ux -
Cobalt &0 U 0.035 0.050 L} GAM U 0.028 U -
Cesium 134 ] G.043 U GAM u 0.03¢ u -
Cesium 137 u 0.036 0.10 U GAM u 0.027 -
Radium 226 0.432 0.062 0.087 9.10 GAaM 0,441 0.060 0.058 2 44
Radium 228 ¢.571 0.13 0.24 Q.20 GAM T 0.646 0.13 0.13 12 55
Europium 152 4] 0.08B0O 0.10 u GAM C.064 U -
Europium 154 0.12 0.10 o GAM 0.094 -
Europium 155 u 0.11 0.10 GAM a.087 0.0s51 0.093 U -
Thorium 228 0.534 0.040 ¢.04¢ GAM Q.494 0.032 0.031 -} is
Theorium 232 0.571 0.13 0.14 GAM Q.646 0.13 0.13 12 55
Uranium 235 ) 0.12 GAM ) Q.11 U -
Uranium 238 4.3 GAM 3.3 -
Americium 241 s} 0.22 GAM 8] 0.20 ¢) -
600-252 verification
QC-DUPH#4 54176
Lab id EBRLNE
Protocol Hanford
DUPLICATES Version Ver 1.0
Fage 1 form DVD-DUP
SUMMARY DATA SECTID& Version 3.06
()(1‘} ()'12 Report date 09/08/05 _
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